Licensing of low-power medical devices in the 450-470 MHz band--FCC. Final rule.
The Commission has decided that hospitals and healthcare institutions will no longer be required to separately license low-power medical devices operating on the offset frequencies in the 450-470 MHz band. Instead, they will be permitted to operate such devices under the authority of other licensed radio facilities. This action will reduce the cost and burden associated with the licensing of these devices.